National Renewable Energy Laboratory

Solar Radiation Research Laboratory

Optical Metrology Laboratory
Calibration Certificate
Instrument: 
Spectroradiometer, DOE# 113639

Make: 

LICOR
Model: 
LI-1800 




S/N: 
 
PRS 102
Cal. Date: 
11/04/2014




Due Date: 
05/04/2015
Customer: 


NREL/SRRL/Optics 15013 Denver W. Pkwy, Golden CO 80401

Environmental Conditions: 
Indoors inside dark room; Temp = 23 (C; RH = 32 %; see Figure 6
This certifies that the above product was calibrated in compliance with ISO/IEC 17025:2005. Measurement uncertainties at the time of calibration are consistent with the Guide to the Expression of Uncertainty in Measurement (GUM) using Habte et al., 2013 [1]. All nominal values are traceable to the International System (SI) Units of Measurement.

No statement of compliance with specifications is made or implied on this certificate. However, the estimated uncertainties are the uncertainties of the calibration process; users must add other uncertainties that are relevant to their measurement setup, which includes but is not limited to, spectral mismatch from NIST calibration source, environmental conditions, signal to noise ratio, spectroradiometer non-linearity, input optic non ideal cosine response, and spectroradiometer internal ageing affects.

This certificate applies only to the item identified above and shall not be reproduced other that in full, without specific written approval from the calibration facility. Certificate without signature is not valid.



Traceability: Calibration was performed using the following standards: American Society of Testing and Materials ASTM G-138-12 “Standard Test Method for Calibration of a Spectroradiometer Using a Standard Source of Irradiance”

Standard Instruments: 


NIST Spectral Irradiance Standard Model FEL S/N F680; 3.7 Hrs Use

· Calibration Date: 10/03/2014   Calibration Due: N/A (valid 50 Operational Hours)



HP Model 6675A Power Supply S/N 3619A00912 (8.2 Amps +/- 2.5 milli-Amp)

· FCO date: 09/12/2014   FCO due date: 09/12/2016

HP Multimeter Model 34401A  S/N 3146A02225 (100 mVDC range used)

· Calibration Date: 09/04/2014  Calibration Due: 09/04/2015
Guildline Standard Resistor Model 9200 SN 24769 (0.01 Ohm Range)

· Calibration Date:  9/6/2013  Calibration Due 9/6/2015

NREL 50 cm Reference Bar SN 70062

· Calibration Date:  11/26/2013  Calibration Due 11/26/2018

Oriel Emission Pen Lamp Set Model C-13-02 DOE 03233C

· FCO date: 4/25/2014   FCO due date: 4/25/2016

Calibrated by: 
Afshin M. Andreas and Aron Habte
_________________________________________
Afshin M. Andreas, Technical Manager        (Date)
For questions or comments, please contact the technical manager at:


afshin.andreas@nrel.gov; 303-384-6383; 15013 Denver West Parkway, Golden, CO 80401, USA
Calibration Results

Calibration Summary Table

	Input Optics
	Spectral Range
	Bandwidth

(Slit size)
	Calib. File
	Temperature Control

	Dome †
	300-1100 @ 1nm
	4 nm (0.25 mm)
	D102 ‡
	LFI-3751 @ 40.00 °C w/heater


†Instrument mounted sideways with dome pointed horizontal and normal to calibration source.

‡Calibration File units are Counts/(W/m2/nm) for each wavelength in spectral range
Wavelength Calibration:
Prior to irradiance calibration a wavelength calibration check for the UUT was performed using a low pressure Mercury Argon (HgAr) pen lamp.  Wavelength errors were less than 1nm and wavelength adjustment was not performed.
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Figure 1: A 1nm wavelength scan of the HgAr pen lamp (blue curve).  Red lines represent the expected emission wavelengths of Hg.
Slit Scattering Test:

Using the same emission line source data above from the wavelength calibration the slit scattering function was measured.
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Figure 2: Example slit scattering plot for emission line at 436nm; at half amplitude it shows that the bandwidth is approximately 4nm.

Spectral Scattering Test:

Using a cut-on and a cut-off filter the stray light rejection and order sorting capabilities of the UUT were tested.  An un-calibrated NIST FEL lamp was measured with these filters in place and the “blocked” region of the filtered data was compared to a dark scan from the UUT.
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Figure 3: Irradiance of FEL lamp with a long pass filter with a cut-on of 470nm (blue curve) and the dark scan of the UUT (red curve). This illustrates the stray light rejection capabilities in the UV.
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Figure 4: Irradiance of FEL lamp with a short pass filter with a cut-off of 620nm (blue curve) and the dark scan of the UUT (red curve). This illustrates the order sorting capabilities at the end of the Si detector region.
Spectral Irradiance Calibration:

Prior to irradiance calibration the NIST Standard Lamp was measured using the previous UUT calibration file.  
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Figure 5: The ratio of NIST lamp measurement and reported NIST data.   
An existing 1nm-resolution ASCII data file, which was interpolated using a cubic spline from the irradiance points reported by NIST for the standard lamp, was used for the spectral irradiance calibration.
A calibration file at the appropriate range and interval for the spectroradiometer was created as specified by the manufacture.  However due to a UV noise problem the calibration was discarded in favor of the existing calibration file from January 2013.
Table 1: NREL Spectral irradiance calibration uncertainties (+/- U95 %) at the wavelengths that have uncertainties reported by NIST
	250nm
	350nm
	450nm
	555 nm
	655 nm
	900 nm
	1600 nm
	2000 nm
	2300 nm
	2400 nm

	2.06
	1.69
	1.44
	1.36
	1.32
	1.26
	1.22
	1.23
	1.23
	1.58


*Note: These are the uncertainties when the instrument was original calibrated in January 2013.
Ancillary Environmental Conditions

The spectral shape of the reference irradiance is shown below
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Figure 6: Reference irradiance from spectral irradiance standard.
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Notes

An LI-1800 from the factory has a temperature dependency above 950nm.  NREL has modified this LI-1800 with a temperature control unit and internal heater to maintain the Silicon detector at a fixed temperature.  For this calibration, the Wavelength Electronics LFI-3751 temp controller was set at 40.00 °C (readout showed 40.00 +/- 0.02).  The system was allowed to stabilize for 15-20 min.
The LI-1800 memory banks and parameters are stored in a volatile memory system.  The memory is maintained by a battery, however the LI-1800 should be plugged into AC power to be sure the battery maintains its charge, otherwise the memory banks and parameters will be cleared.

Location/value of wavelength calibration:

The instrument’s ‘mono offset’ value is stored on-board the instrument’s memory, the current value is 0.  
Location of irradiance calibration:

This calibration file is located on the instrument’s memory bank 0 and is named D102.  This file will also be included in the AIM database and the PV Performance Server.  Note:  The previous calibration file was renamed to OLDD on the memory bank 0.
LI-1800 Configuration (Parameters) and LFI-3751 Temp Controller Settings:
	PRS-102 Parameters (PA)
	Values after calibration

	DIV
	D102

	INT
	2

	MONO
	300-1100

	OFFSET
	0

	RAT N
	660-680

	RAT D
	720-740

	BAUD
	2400

	RESET WAVE
	1100

	MONO OFFSET
	0

	THRESHOLD
	6.058


	LFI-3751 Settings
	Value

	P
	97 (calculated by AutoS)*

	I
	0.8 (calculated by AutoS)*

	D
	100 (calculated by AutoS)*

	A
	30, 8.056 (for 10k thermistor)

	B
	40, 5.326 (for 10k thermistor)

	C
	50, 3.602 (for 10k thermistor)

	LIM I
	0.5, -4.0

	TEMP LIMIT
	0.0, 42.0

	SET T
	40.00


*AutoS values were determined using PRS175.

Validation and Quality Assurance of Calibration

Prior to irradiance calibration the NIST Standard Lamp was measured using the previous UUT calibration file.  
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Figure 1: The blue curve is the ratio of NIST lamp measurement and reported NIST data.  The red & green curves show the acceptance limits based calibration history of the LI-1800 spectroradiometer in order to provide in or out of tolerance criteria for the customer.  Instrument is IN Tolerance.  
After spectral irradiance calibration, the 150-watt Oriel Solar Simulator (no filters) was measured to compare with a measurement made after the previous calibration, to verify performance under conditions when the measured spectral shape differs from the calibration source.
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Figure 2: Shows the ratio of new simulator measurement (11/2014) / old measurement (1/2013):
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