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The Licor spectroradiometer model LI-1800 serial no. PRS 158 was calibrated against NIST Standard of Spectral Irradiance F597 at 50 cm on 16 October 2008.

Also prior to calibration, a wavelength check was performed using an Hg penlight.  The LI-1800 was approx 0.5 nm left shifted.  The mono offset was changed from -1 to 1. 

The following plot shows a wavelength scan of the Hg line source after wavelength calibration:
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Prior to calibration the NIST Standard Lamp F597 was measured using the existing calibration file.  The following plot shows the ratio of F597 measurement and NIST F597 Data:
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An existing 1nm-resolution data file, which was interpolated from the NIST F597 calibration data, was used for this calibration.  The LI-1800 temperature controller was set at 40 (C and allowed to stabilize for 15-20 minutes.

A dome calibration at 40 (C for the LI-1800 was created from 300 to 1100 nm at 1nm-resolution.  This calibration file is located on memory bank 0 of the LI-1800 and is named D158.  This file will also be included in the AIM database.   Note:  The previous calibration file was renamed to OLDD on the LI-1800.

The following plot shows the ratio of new calibration (10/2008) / old calibration (4/2008):
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The following plot shows how well the PRS158 was able to measure the F597 lamp after calibration, which shows the ratio of F597 measurement and NIST F597 Data:
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Note: The green and red curves show the measurement uncertainty of an LI-1800.
The following table shows RSS NIST uncertainty compared with the ratio of a measurement of F597 (after PRS 158 @ 40 (C calibration) and the NIST F597 Data:

Uncertainties from Table 2, NIST F-597 FEL Calibration Report, October 12, 2006.

	
	250nm
	350nm
	450nm
	555 nm
	655 nm
	900 nm
	1600 nm
	2000 nm
	2300 nm
	2400 nm

	NIST
	1.74 %
	1.27 % 
	0.91 %
	0.77 %
	0.69 %
	0.57 %
	0.47 %
	0.50 %
	0.49 %
	1.11 %

	
	
	
	
	
	
	
	
	
	
	

	D158
	N/A
	9.25 %
	-0.02 %
	-0.20 %
	-0.13 %
	0.00 %
	N/A
	N/A
	N/A
	N/A


The 150-watt Oriel Solar Simulator (no filters) was measured (after this calibration), the following plot shows the ratio of the new meas. (10/2008) / old meas. (4/2008):
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	PRS-158 Parameters (PA)
	Values after this calibration

	DIV
	D158

	INT
	1

	MONO
	300-1100

	OFFSET
	0

	RAT N
	660-680

	RAT D
	720-740

	BAUD
	4800

	RESET WAVE
	1100

	MONO OFFSET
	1

	THRESHOLD
	6.058


Cc: AIM Database
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