



To:
Tom Stoffel

From:
Afshín M. Andreas
Date:
10 April 2008
Subject
Calibration of Licor LI-1800 PRS 456 (DOE# 03192C)
Make: 

LI-COR
Model: 
LI-1800
S/N: 
 
PRS 456
Cal. Date: 
04/07/2008
Due Date: 
10/07/2008
Received: 
IN Tolerance*
*Unit is NOT temperature controlled; therefore this only considers wavelengths less than 1000nm.

LI-1800 PRS 456 Calibration Summary Table

	Input Optics
	Calibration File
	Temp

	Dome w/ 6nm slits
	D456
	Room @ 22 (C 


Note: For wavelengths greater than 1000nm this calibration is ONLY VALID within +/- 0.5(C of listed room temperature.

Room Temp Dome Calibration

The Licor spectroradiometer model LI-1800 serial no. PRS 456 was calibrated against NIST Standard of Spectral Irradiance F597 at 50 cm on 7 April 2008.

The LI-1800 was found with the mono offset reset back to 0, from the previous setting of -4, this resulted in a wavelength shift of 1 nm. 

Prior to calibration the NIST Standard Lamp F597 was measured using the existing calibration file (and incorrect mono offset of 0).  The following plot shows the ratio of F597 measurement and NIST F597 Data:
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Prior to calibration the mono offset was reset back to -4, a wavelength check was performed using an Hg penlight.  The LI-1800 was within 1nm of lines.  The mono offset was left at on the previous setting of -4.

The following plot shows a wavelength scan of the Hg line source:
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An existing 1nm-resolution data file, which was interpolated from the NIST F597 calibration data, was used for this calibration.   Note: This unit is not temperature controlled.  
A dome calibration for the LI-1800 was created from 300 to 1100 nm at 1nm-resolution.  This calibration file is located on memory bank 0 of the LI-1800 and is named D456.  This file is also included in the AIM database.  Note:  The previous calibration file was renamed to OLDD on the LI-1800.

The following plot shows the ratio of new calibration (4/2008) / old calibration (10/2007):
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The following plot shows how well the PRS456 was able to measure the F597 lamp after calibration, which shows the ratio of F597 measurement and NIST F597 Data:
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Note: The red and green curves show the measurement uncertainty of an LI-1800.
The following table shows RSS NIST uncertainty compared with the ratio of a measurement of F597 (after PRS 456 calibration) and the NIST F597 Data:

Uncertainties from Table 2, NIST F-597 FEL Calibration Report, October 12, 2006.

	
	250nm
	350nm
	450nm
	555 nm
	655 nm
	900 nm
	1600 nm
	2000 nm
	2300 nm
	2400 nm

	NIST
	1.74 %
	1.27 % 
	0.91 %
	0.77 %
	0.69 %
	0.57 %
	0.47 %
	0.50 %
	0.49 %
	1.11 %

	
	
	
	
	
	
	
	
	
	
	

	D456
	N/A
	-0.68 %
	0.47 %
	0.29 %
	0.37 %
	0.22 %
	N/A
	N/A
	N/A
	N/A


The 150-watt Oriel Solar Simulator was measured (after calibration) to compare the measurement made after the previous calibration.

The following plot shows the ratio of new meas. (4/2008) / old meas. (10/2007):
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	PRS-456 Parameters (PA)
	Value

	DIV
	D456

	INT
	2

	MONO
	300-1100

	OFFSET
	0

	RAT N
	660-680

	RAT D
	720-740

	BAUD
	4800

	RESET WAVE
	1100

	MONO OFFSET
	-4

	THRESHOLD
	6.058


Cc:
AIM Database
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